Exposure values around an x-ray scanning transaxial tomograph (EMI scanner).
Measurements of exposure accumulated in a one-month period in and around a scanning x-ray transaxial tomograph are reported. For the unit studied (the EMI neurological scanner) values measured indicate that the shielding required is "minimal."